Surveillance of fetal arrhythmias in the outpatient setting: current limitations and call for action.
Surveillance of fetal arrhythmias in the outpatient setting remains limited by lack of monitoring modalities. Despite technological advances made in the field of obstetrics, existing devices are not currently suitable to monitor fetal arrhythmias. In this report, the author describes the current and developing fetal heart rate monitoring technologies including the recent introduction of hand-held Doppler monitors for outpatient surveillance of fetal arrhythmias.